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- Presentation, Data Files, and Solutions will be available shortly

- Specific formula writing questions:

Support@moldev.com

KJ Molecular Devices (ﬁ

now part of MDS Analytical Technologies 25 Analytical Technologies




image14.png
PLA - Weighted

/ N\
» GraphW Fit: | 4-Parameter Vl

Sample file:
C:\Program Files\Molecular Devices\
SoftMax Pro v5.2\Tutorial\

Statistics sample data
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™ 4. And 5-Parameter Settings

Curve Fit Weighting

' Fixed Weight for all points

" Wariable Weight for each point
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Parallel Line Analysis

[~ Use parallel line analysis

Standard Curve: | Plati#1
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Tips: The Effects of Bad Nomenclature

- Group Names are used
Everywhere!

- There is a 255 character
limit in formulas, so use
them wisely

¢ Using special characters

or spaces will require
the use of singe quote
()
e ‘Standard Curve’ vs
StandardCurve
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% Column Formula Editor,

MName: hackCalcConc

Formula: InterpXiEGlasely eS| Curve Values)

Unknown identifier

Decimal Places: f
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